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Graphical Output for the Computing 

Calculator 

An X-Y plotter, designed to take the calculator output, 
draws graphs of solutions to complex problems. It can 
make Smith Charts, polar, semilog and log-log plots. 

By Robert W. Colpitts, Dan Allen and Tom Vos 



A COMPUTING CALCULATOR-PLOTTER COMBINATION is 

a powerful tool for evaluating solutions to engineering 
and scientific problems. Graphical solutions of problems 
such as statistical distribution analysis and curve fitting 
are easier to interpret than tables of numbers. Other 
typical problems for which a graphical solution is inval- 
uable include exponential smoothing for economic fore- 
casting, analysis of solutions of differential equations in 
fluid dynamics, heat transfer and electrical network 
response. 

Fast conversion of computer calculations into read- 
able graphs is possible with the new HP Model 9125A 
X-Y Plotter. Fig. I . Designed for use with the HP Model 
9I00A Computing Calculator. 1 the plotter automatically 
makes permanent graphs of functions solved by the 
calculator with greater precision and speed than hand 
plotting. 

Functions plotted by the calculator-plotter combina- 
tion are usually incremental problems in which the inde- 
pendent variable is incremented in small steps. The cal- 
culator computes the value of the dependent variable 
for each value of the independent variable and places 
die two values (scaled as necessary) in its X and Y reg- 



isters. The recorder is then commanded to move to die 
coordinate point and plot it. The calculator then incre- 
ments the independent variable and computes the next 
coordinate point while the plotter is plotting the last 
point. 



Cover: Isometric projection of the function 
JJfr), computed by the 91 00 A Computing Cal- 
culator and plotted simultaneously by the 
9125A plotter. Height of the surface shows the 
light intensity in the diffraction pattern of a cir- 
cular annulus. Lines of constant x and y were 
drawn at intervals of one-half. To enhance the 
appearance, hidden lines were blanked by 
manually lifting the pen. Edges of the folds 
were added later. 

In this Issue: Graphical Output for the Com- 
puting Calculator; page 2. High-Resolution 
Time-Domain Reflectometry with a Portable 
30-/6 Instrument; page 8. Precision DC Cur- 
rent Sources: page 15. 
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For continuous function plotting, the 9125A auto- 
matically draws a straight line from one point to the next 
producing a smooth, continuous curve. A point plotting 
mode is available for problems requiring plotting of dis- 
crete points. 

Plot Commands 

Plots can be made either manually, using the calcu- 
lator keyboard, or automatically using execution of stored 
program steps. 

The Model 9 125 A Plotter responds to two control 
instructions already on the calculator (FMT) ( + ) and 




Fig. 1. This Model 9125A X-Y Plotter automatically plots 
solutions to problems solved by the HP Model 9100A 
Computing Calculator. Manual operation is also pos- 
sible to transfer data points Irom the calculator to the 
plotter directly. 



(FMT) ( f ) as outlined on the self-contained instruction 
card, reproduced in Fig. 2. 

Operation of the plotter is simple: the data to be 
plotted is entered in the X and Y calculator display reg- 
isters and then the appropriate plotter control instruction 
is given. Any normalizing or translation of data required 
to accommodate various graph paper formats and scales 
is easily handled by the calculator. 



Plots of continuous functions, with straight line inter- 
polation between data points, are most conveniently 
achieved with an iterative program loop that contains 
[he plot instruction (FMT) ( ■i ). The automatic pen con- 
trol circuit allows the pen to move to the data point 
before dropping, when (FMT) ( + ) is given for the first 
time. The (FMT) ( f ) and (FMT) ( 4r ) instruction pair 
on the calculator keyboard gives the plotter the capa- 
bility of plotting continuous lines, points or dashed lines. 

When the plot instruction is generated from calculator 
program execution (rather than keyboard), the plotter 
automatically returns a CONTINUE signal to the cal- 
culator as soon as the new X. Y data have been received. 
Thus the calculator is freed to compute new data while 
the previously computed data are being plotted. 

If a new plot command is received while the plotter 
is busy, execution and data transfer are delayed 
until the previous point has been plotted. 

Control Logic 

As shown in the block diagram, Fig. 
3. digital information from the cal- 
culator is fed to the digital con- 
trol interface. Here the plot 
commands are decoded 
and the pen instructed to 
move accordingly. 

Digital data is presented to 
the 15-bit BCD horizontal (X) 
and vertical (Y) digital-to-analog 
converter ( DAC). The outputs of the DAC's 
are simultaneously fed to two identical analog 
channels, each containing a low-pass filter and the pen 
position servomechanism. 

Straight Line Generation 

The pen draws a straight line as it moves from the 
old to the new data point because: 

The new analog position signals are applied simul- 
taneously to both channels. 
Each analog channel is linear. 

The unit step responses of the X and Y analog chan- 
nels are essentially identical, and free from overshoot. 
Just prior to a plot command, the X and Y DAC 
storage registers contain previously transferred digital 
data, and the DAC*s are generating analog output signals 
that determine the present steady state pen position X:. 
Y,. When a plot command is received, the control logic 
gates new information from the calculator display regjs- 
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Fig. 2. Essential instructions tor operation ot the Model 
9125A X-Y Plotter are contained on this pull-out card. 



ters to the DAC storage registers simultaneously, so that 
the DAC outputs jump to new levels, directing the pen to 
the next steady state position X L .. Y - Provided each ana- 
log channel is linear (that is. the displacement output is 
related to the electrical input by a linear differential equa- 
tion with constant coefficients), the output position re- 
sponses. x(t) and y(t). to the step changing inputs will be 
i >f the form: 



x(l) = X, + (X.. — A' J Hx(t) 



y(t)= y, + (Y, - YjHylt) 



(!) 



(2) 



restricted to increase monotonically from zero to one 
(no overshoot). Eq. 3 describes a line of specific length 
connecting these points. 

The prefiltcrs in the analog channels convert the step 
function changes at the DAC outputs into smoothly 
changing functions, such that for jumps of 5 inches or 
less in cither coordinate, neither the acceleration nor the 
velocity limits of the servo loop are exceeded. The servo 
amplifiers are not driven to saturation and the loop gain 
remains high at all times. The servos are thus able to 
follow the filter output signals with only a small tracking 
error. Even this small error is linear and therefore can 
be included as part of the total filter characteristic. 

Drawing long straight lines that are linear to something 
like 0.1% requires that the step responses be matched 
to that degree: this is accomplished by making the servo 
loop bandwidth somewhat greater than the filter band- 
width so the overall step response is determined pri- 
marily by the passive filter whose response is stable and 
predictable. 

Plots Positive and Negative 

The HP Model 9 125 A has been designed as a four- 
quadrant machine. Front panel controls allow the user 
to place the origin (0. 0) at anywhere on the paper sur- 
face, to accommodate negative data points. 

It is a floating recorder with high common-mode re- 
jection and is designed to respond both to positive and 
negative numbers. For negative numbers. FET switches 
reverse the DAC output. In using plotters that respond 
to positive numbers only, it becomes necessary to trans- 
late negative numbers to positive. The reversing switch 
arrangement of the Model 9 125 A eliminates additional 
program steps necessary to accomplish this translation. 
Recorder sensitivity is adjustable to account for different 
scale factors of various papers. 



where Hx(t') and Hy(t) are the unit step responses of the 
channels. with initial value of zero and final value of one. 

Now if both channels are identical. Hx(t) = Hy(t) and 
Equations ( 1 1 and (2) can be combined to express Y as 
a function of X, with time as a parameter: 



Y 2 — Y 
X. — X 



J- [x(t) - A", 



for 
i>0 



(3) 



Eq. 3 describes a straight line of undetermined length 
in X-Y space passing through the points X,. Y, and X.. 
Y-, which is the desired result. If Hx and Hy are further 



High Resolution 

The Model 9 125 A can plot up to 500 points per inch 
or 200 points per centimeter. Resolution of the digital- 
to-analog converters (DAC'S) is 500 counts per inch, 
and the overall system resolution (at the pen tip) is bet- 
ter than 0.005 inch. This high resolution results in faith- 
ful reproduction of detail when present in the graph. 

The pen can be returned to the same data point to 
w ithin 0.007 inch. Its straight lines are straight to within 
0.010 inch for a 5-inch line, and a vector 5 inches long 
at any angle is drawn in I second. Under normal environ- 
mental conditions, a trace in its retrace in the opposite 
direction appears as a single line. 
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Fig. 3. In the Model 9125A X-Y Plotter, information is taken from the calculator and 
routed to the appropriate channel by the digital control interface circuitry, 



Using a new HP liquid disposable ink cartridge, the 
pen will draw 2000 feet of line between changes. There 
is no ink mess, and the pen is easily changed, so dif- 
ferent colors are easy to obtain on a single graph. 

Off-Paper Points 

Occasionally a calculated data point will be off the 
graph paper. Limit switches then reduce voltage applied 
to the servo motor. Reducing motor voltage rather than 
turning it off allows the motor to return the pen to the 
next data point that is on the paper. Sustained full volt- 
age on the motor, while in its limit position, could dam- 
age the motor or drive system. This system also reduces 
noise. 

Panic Button 

When plotting continuous functions, the range of the 
variables is often underestimated by the programmer, 
with the result that the recorder mechanism is driven to 



the limits of its travel in one or both axes. The calcu- 
lator goes on cycling through the program loop, but the 
plotter is now generating an obviously unacceptable 
graph. This can upset the operator and his immediate 
wish is to make the plotter stop whatever it is doing in 
this panic situation. 

Pressing the STOP key on the calculator brings pro- 
gram execution to a halt and activates a STOP control 
line output to the plotter control mechanism. In response 
to this signal, the plotter pen immediately lifts and re- 
turns to the origin of the X-Y plot. The STOP key also 
provides a means for zeroing the plotter so that the oper- 
ator can adjust the position of his coordinate system 
origin. 

Pause 

When plotting a continuous curve, the operator may 
wish to stop program execution without disturbing the 
plotter. He may decide to modify the plotting increment 



SPECIFICATIONS 

HP Model 912SA 
X-Y Plotter 

X-V PLOTTER: The H »* P-0.it»H perm«-«eni graphic soluliona 
of profcl«mj »ol«e<3 by Ihe 9"00* Calculator I* plota a point 
apccifiatf By the number* in the Calculator * X and V register*. 

the lonnal (FWTi instruction is activated Poind lor 
polnia connected By *lreignt line*) may be clotted unoar man- 
ual or programmed control. 

PLOTTING AREA: «Q inches on the V ana t>» 15 inches on the 
X aat* i» cm D> M cm on melrlc ptnt) 

ORIGIN: O'iBta can be »«l anywfiere on |h* plotting auface 
allowing lour-QuaO'an! plotting 

SCALE FACTOR: 500 count* pair men 1200 count* par cm ) Ad- 
justable by at least r '0 count* per inch ia count* par cm) 
by 'roni pan*! scale vemter control 



PLOTTINO ACCURACY: -0 03 men 0 * mm). 

DYNAMIC ACCURACY; Deviation from *tr*lgnl line between RM 
data points In lee* than ~004 Inch I'.O mm) lor dais points 
up to & inches cm I apart, at conttant ambient lempers- 

lu-e 

RESETTABIUTY. - 0 007 men 10 to mini 

PLOTTING TIME: Minimum c* 0 9 second trom one plot point to 
We neat or the calculation period, whichever I* greater 

TEMPERATURE: Temperature considerations tor mesa ipecitice- 
•lOfts are 

ORIGIN Stability better than 0 0008 ln<"C (0.02 mm/'C) 
SCALE FACTOR Temperature coefficient less than O02N<"C 
PLOTTING ACCURACY Above specification holds. MTfl 
DYNAMIC ACCURACY 
2Q-»*C. deviation -0 04 In t» 0 mm) 

'S-JVC. deviation =0 04 in (1.0 mm). -0-2% ol displace- 
ment 

5-55*C. deviation ■ o 04 r> (TjD mm). *0.5% of dispiacemeni 



RE5ETT ABIL'TV. Above •peci'.cation holds. 5-WC 
OENtRAL 

WEIGHT: Net 40 ID* 118.: «0) Shipping 50 lbs (27,7 ig> 
POWER rH M 230 V ±WI tsiide awitchi. 50-400 hi. 
100 watts 

DIMENSIONS oh in mgh by 20 in wide by *9H m Seep. 
1213 mm • 500 mm ■ 404 mm| 

PRICE. "P 9'J5* *3*7SOO 

Plotter Paper 

Te gain meaimgm benetn from the hi gnly-eccu rate 0125A «■• 
Records* we rscommend precsicm-rulod plotting paper Hewlett- 
Packard Company ©"en a wide vainly t>i papeis a .enable 
through all field office* These are ti in b» IT « overall and 
er» packaged 100 sheet* per boa Price- I* go pet So» 

MANUFACTURING DIVISION: SAN DlEQO DIVISION 
1U70 W Bernardo Dr 
5an Diego. California 92127 
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size for example, and then continue plotting where he 
left off. Holding down the PAUSE key will cause the 
calculator to halt whenever it executes a plot command. 
If the CONTINUE key is pressed, the program resumes, 
executing the next instruction following the plot com- 
mand instruction. 

Keyboard Lockout 

While the calculator is waiting for a CONTINUE sig- 
nal from the plotter, it is in its display mode. In this 
mode it normally responds to keyboard inputs. To pre- 
vent accidental keyboard inputs from wrecking the plot, 
the entire calculator keyboard is inhibited except for the 
STOP and PAUSE keys, as the operator should expect. 

Improper Data Warning 

A command to the plotter when improper data are in 
the X and Y registers of the calculator causes the pen 
to lift and the IMPROPER DATA FORMAT light to 
come on. During a program, the pen will not return to 
the paper until data of the proper format are received. 
An improper data point is. basically, a number too large 
to be within the linear range of the digital-to-analog con- 
verters. Such an improper number will not be plotted. 

Precision Graph Paper 

The usual commercial graph papers do not do justice 
to the inherent accuracy of the Model 9 1 25 A. Graph 
paper manufactured to very close margin and squareness 
tolerances is supplied by Hewlett-Packard. Printing ac- 
curacy typically is within 0.005 inch. Silent, electro- 
static paper holddown is used which permits the use of 
paper of any size up to 1 1 x 17 inches. 
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Plotter Applications 




Most engineers probably are familiar 
with William R. Hewlett's RC Wien 
Bridge oscillator, the Hewlett-Packard 
Company's first product. The circuit 
included an incandescent lamp as a 
thermally variable resistance in the 
feedback loop, giving the oscillator its 
typical constancy of output level over a 
wide range of operating conditions. In 
1960 Bernard M. Oliver demonstrated' 
that the characteristic stability of the 
oscillator depended also upon a slight 
degree of compressive nonlinearity in 
its amplifier. 

His interest in the behavior of the os- 
cillator still continuing, Hewlett (now 
president and chief executive officer) 
contributed the calculated curve shown 
here. It is the shape of the start-up of 
oscillations just after turn-on, plotted by 
the 9125A in response to 9100 pro- 
grammed calculations. 

1 Bernard M. Oliver, 'The Effect of (/-Circuit Non- 
Linearity on the Amplitude Stability of RC Oscillators,' 
Hewlett-Packard Journal. Vol. 11, No. 8-10; April-June 
1960. 



The curve is the solution to the equa- 
tion 

y + G(y} - 'A)y + y = 0 (1) 
G represents the gain of the amplifier 
in the feedback loop and 

y...' = d-')y...' + 'y.' . (2) 
y,' will be recognized as the mean 



squared value of the oscillation ampli- 
tude with the past contribution disap- 
pearing exponentially with time. For the 
frequency domain this represents the 
real pole contributed by the thermal 
time constant of the lamp. Thus the 
damping term may be positive or nega- 
tive, depending upon the immediate 
past history of the oscillation amplitude 



Antenna Plots 







TVEE 


Antenna 












■- 


+20 




( = 14 F 




20 


= ( 


0' 


































+ 10 




























0 






















































-10 






















































-20 






















































-30 




















































-40 




























10 






100 




1000 



T VEE Antenna 
f = 15 Ft 21) =60' 
f = 50MHz g=3.19dB 



T VEE Antenna 
f = 14 Ft 2« = 60* 
f = 320 MHz g= 12.95 dB 




Frequency (MHz) 





In the February 1964 issue of the Hewlett-Packard Journal 
a Time Domain Reflectometer response was shown. Fig. 
21 (b), of a broad-band 60 s V antenna having triangular sides 
14 feet long and 4 feet eight inches high at the outer ends, 
Fig. 20(b). It was observed that this antenna, being a 300 1! 
conical line, produced no reflection at the apex, or throat, 
and a reflection at the open end, or mouth, closely resem- 
bling an exponential rise. Thus the reflection coefficient in 

dj 

this plane can be represented as a single pole: o ; = — — 

P + Wo. 

From this it follows that the reflection coefficient referred to 
the throat is p$ = p. e -14B "\ and that the antenna gain in 
the azimuth plane in a direction ♦ is 



e 2irJ/cosff»-^-1///X —1 



Here, 2d = angle between the sides. The first two terms 
arise from the forward traveling wave in the two arms, while 
the second two terms arise from the reflected waves. 

The 9100A was programmed to compute Sl^at 1° inter- 

g(0) 

vals and to plot the results on the 9125A recorder. In addi- 
tion, the program was then modified to plot the gain and 
return loss versus frequency. The dashed gain line (drawn 
4-A 

by hand) is the gain, 10 log — —, of an antenna whose effec- 

A 

tive area, A. is the mouth area of the V-antenna. Note that 
up to about 220 MHz the two curves agree within 3 dB. 
Above this frequency pattern breakup occurs and the actual 
gain drops well below that predicted by the mouth area. 



-p 



cos(e -•s>)-^ 

e 2^//eosf»-0;+17f/X _., 

cosfe 



sin(e - $) + 



e 2*1 /cos («-<*/- MH\ _j 



sinfe - <t>) + 



cos(s + c6>-1 
cos(8 + *)+1 



sin(s+f,)] 
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High-Resolution Time-Domain 
Ref lectometry With a 
Portable 30-lb Instrument 

State-of-the-art sampling oscillography gives 
35 ps system risetime to a direct-reading 
plug-in for the 180-series oscilloscopes. 

By Jeffrey H. Smith 



With a high-resolution time domain refi.ectom- 
eter displaying a picture of what's happening, the elec- 
tronic designer can locate and identify small impedance 
mismatches or discontinuities in coaxial or stripline sys- 
tems. The Time Domain Reflectometer makes visible 
both the physical location and the electrical nature of 
mismatches, providing information the designer needs to 
quickly 'clean up" his system for undistortcd transmission 
of fast-rise pulses or for maximum transfer of broadband 
RF power. The design of broadband connectors, attenua- 
tors, hybrid circuits, and many other components is thus 
speeded with the clues toward corrective action provided 
by a high-resolution Time Domain Reflectometer (TDR). 

The TDR technique consists of sending a burst of 
energy into the system under test, then using an oscillo- 
scope to observe the timing and nature of reflections re- 
sulting from impedance discontinuities. The ability of a 
practical TDR system to resolve small discontinuities, 
and to identify them, is determined primarily by two char- 
acteristics of the TDR: the risetime of the incident voltage 
step, and the signal-to-noise ratio of the displayed re- 
sponse. The step risetime determines both the magnitude 
of the reflection produced by a given discontinuity, and 
the minimum spacing between two discontinuities that the 
TDR system can resolve. Very fast risetimes are desirable 
to decrease the minimum observable spacing. Signal-to- 
noise ratio, which is affected by TDR system noise and 
other residual perturbations and reflections, limits the 
system's ability to detect small discontinuities, and also 
the minimum observable spacing. 

Resolution may be degraded further by losses and re- 
flections in cables and connectors attaching the TDR to 
the device under test. In a fast risetime system, these 
losses are not insignificant. For example, a three-foot 



length of RG55/U cable inserted between a TDR unit 
and a tested device degrades a 35 ps system response to 
approximately 80 ps. Even high quality air-dielectric 
lines, usually used to minimize losses, degrade risetime 
somewhat — a reduction from 35 ps to 37 ps in the case 
of a l()cm-long section of 7mm diameter line. 

Consider a system consisting of two ideal capacitors 
connected between center conductor and ground of a loss- 
less coaxial line. The response of this system as observed 




Fig. 1a. Response ol ideal zero-risetime time-domain 
rellectometer to two capacitors bridging lossless line. 
Response ol realizable (risetime-limitedl time-domain re- 
Hectometer is shown in 1 b. 
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Fig. 2. Time domain retlectometer using ordinary lab 
instruments. 




Fig. 4. Resolution obtainable with 1815A TDR 
system using 28ps sampling head and 20ps 
step generator. Reflection shown is Irom 0.02pF 
(2 x 10 " F) capacitor shunting 50 '.; transmis- 
sion line. Vertical deflection factor: 0.005 p/div; 
horizontal: 0.02 tt/div. 



on an ideal zcro-risetime TDR would be as shown in 
Fig. la. To determine how this response would appear on 
a physically realizable TDR. the waveform may be treated 
as the input to a filter that has a step response identical to 
the step response of the pulse generator-oscilloscope 
combination comprising the TDR. 1 This produces the 
response shown in Fig. lb. For small values of capaci- 
tance, the effect of the TDR's finite risetime is to reduce 
the amplitude of the response and to increase its width, 
while the area underneath the waveform remains con- 
stant. The limit of resolution is reached when these re- 
sponses overlap so they become indistinguishable. 

TDR Configurations 

Given the risetime available with present state-of-the- 
art pulse generators and oscilloscopes, the resolution ob- 
tainable from a TDR system also depends considerably 
on how the system elements — the pulse source, the oscil- 
loscope, and the device under test — are interconnected. 
The most general type of TDR system, that which places 
fewest restrictions on the nature of these elements, is 

1. Oliver, B. M.. 'Tim« Domain Reflectometry. - Hewlett-Pickirt Journal, Vol. 15, No. 
6, Feb. 1964. 
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Fig. 3. Time domain rellectometer using oscilloscope 
with teedthrough sampler. 



shown in Fig. 2. A resistive 'tee' is required here to enable 
each of the three devices to 'see' an impedance equal to 
its characteristic impedance. Otherwise, serious reflec- 
tions would be created at the junction of the three lines. 

If all the elements have the same impedance, the signal 
loss is 6 dB each time the signal passes through the tee. 
This results in a total loss of 1 2 dB since the signal passes 
through the tec twice, decreasing resolution because of 
the reduced ratio of signal to oscilloscope noise. Another 
problem with this setup is the large number of paths for 
undesired reflections. 

Much improved resolution is possible if one of the 
elements is a bridging or fcedthrough device, that is, a 
two-port device that feeds most of the signal incident on 
one port through to the other port. The most logical 
choice here would be to make either the oscilloscope or 
the pulse generator a fcedthrough device, as this places 
fewest restrictions on the nature of the device to be tested. 
Systems that depend on fcedthrough capabilities in the 
tested device are severely restricted in their range of ap- 
plications because any transmission loss in the tested 
dev ice degrades overall TDR system performance. 

Hewlett-Packard's development of a high-speed feed- 
through sampler for the oscilloscope has made it possible 
to assemble practical TDR systems in the configurations 
shown in Fig. 3. Systems using this sampler achieve over- 
all system response better than 35 ps. 

Until now. these high-resolution systems consisted of 
a general-purpose sampling oscilloscope and a fast-rise 
pulse generator. Such an arrangement requires the user to 
exercise care in interpreting control settings because the 
controls are not calibrated for time domain reflectometry. 
A new plug-in for the 180-series oscilloscopes combines 
high-resolution components into a TDR system that is 
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Fig. 5. 7875 Time Domain Retlectomeler system works 
with either ol two sampling heads and related tunnel- 
diode step generators. 1815A Plug-in here is installed in 
Model 181A Variable-Persistence Oscilloscope main- 
frame. It also works with Models 180A and 183A main- 
frames. 

direct reading, the first to be designed and calibrated 
specifically for high-resolution TDR. Besides using a 28 ps 
sampler and 20 ps pulse generator for the maximum time- 
domain resolution presently attainable, this system also 
achieves higher levels of signal-to-noise ratio with a new 
signal-averaging technique. The kind of resolution obtain- 
able with the system is shown in Fig. 4. 

The 1815A System 

The new TDR system (Fig. 5) consists of a 180-series 
Oscilloscope mainframe, a new TDR Sampler plug-in 
(Model 18 15 A), a sampling head, and a tunnel-diode 
pulse generator that mounts directly on the sampling 
head. To keep signal losses in the interconnecting cables 
as low as possible, the sampling head is separate from the 
plug-in so that it can be placed adjacent to the device or 
system being tested. 

The new TDR system can find impedance disconti- 
nuities in transmission systems up to 10.000 feet long. At 
close range, it can measure discontinuities spaced only a 
few millimeters apart. It has recorder outputs (rear panel) 
and the traditional scan functions, i.e., single, repetitive, 
detail (high sampling density), manual, and recorder 
(slow scan). It also functions as a general-purpose, single- 
channel sampling oscilloscope with deflection factors 
ranging to 2 raV div and sweep times to 10 ps. div. 

Two sampling heads are available. The Model 1817A 
has a risetime of 28 ps, equivalent to a CW bandwidth of 
dc to 12.4 GHz. The less expensive Model 1816A has a 
risetime of 90 ps and a CW bandwidth, when used as a 



sampling oscilloscope, of 4.0 GHz. For best resolution 
and accuracy, both of these heads use feedthrough, i.e. 
bridging, samplers. 

Two tunnel-diode pulse generating mounts, both with 
outputs of at least 200 mV into 50 !i and with closely- 
controlled source impedance of 50 Q±29r , are available. 
The Model 1 106A generator has a step risetime of 20 ps. 
which gives a TDR system risetime of 35 ps when used 
with the 28 ps sampling head. The Model 1 108A gen- 
erator's risetime is 60 ps. giving a TDR system risetime 
of I 10 ps with the 90 ps sampling head. These tunnel- 
diode mounts derive bias and trigger signals from the 
sampling head and require no adjustment in normal use. 
Because the mounts are separate, the device being tested 
may be inserted between the pulse source and sampler 
when transmission measurements are desired. 

The Hewlett-Packard 180-series Oscilloscope main- 
frame provides a portable package operable in environ- 
ments from 0 to +55 °C and in 95% relative humidity 
up to 40°C — the 1815 TDR system may thus be used 




Fig. 6. Front panel view ol Model 1815A TDR/Sampler 
plug-in in Model 181A Oscilloscope mainframe. Outer 
concentric control (FEET-NSEC/ DIV) switches in decade 
steps so only decimal point placement need be consid- 
ered in reading MARKER POSITION dial. Sweep mag- 
nifier (EXPAND I is on inner concentric knob and reads 
horizontal scale calibration directly. 
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on the flight line or at other remote locations. Its 30-lb weight and small 
size make it easy to carry up antenna masts and easy to maneuver 
through the confines of ships and other closely spaced installations. 

Ease of Use 

Operator convenience was taken as a major design goal during de- 
velopment of the 1815 system. Special consideration was given to 
simplifying front-panel controls without reducing versatility (Fig. 6). 
The FUNCTION switch selects a vertical display calibration in units 
of ,> (reflection coefficient), for direct reading of reflection coefficient 
when the system is used for time domain reflectometry. or in volts when 
it is used as a sampling oscilloscope. Calibrated ranges for both ,. and 
volts are from 0.5 /div to 0.005/div. with a vernier extending the low 
end to 0,002/div. Indicator lights show whether vertical calibration in 
( >/div or volts/div is selected by the FUNCTION switch. 

The instrument has calibrated distance ranges from 0.01 feet/div to 
1000 feet/div. Although an oscilloscope measures in the time domain, 
distance is usually the information desired. Because propagation time 
depends on a cable's dielectric constant, a given time increment does 
not represent the same cable length on all types of cable.* The 18I5A 
FUNCTION switch selects calibrated sweep speeds that display the 
distance along cither air-dielectric or polyethylene-dielectric cables 
directly in feet division. Another switch position allows front-panel 
screwdriver adjustment of calibration for direct readout of distance on 
transmission systems that have any other relative dielectric constant 
between 1 and 4. 

If desired, horizontal information may be displayed as a function of 
time, with calibrated time scales from 10 ps/div to 1 /.s/div. Indicator 
lights show whether horizontal calibration in FEET/DIV or NSEC/ 
DIV is selected. 

The concentric arrangement of horizontal controls allows all hori- 
zontal scale factors to be read directly. The operator need not divide a 
basic time scale setting by a magnification factor to obtain the horizontal 
calibration of his display (see Fig. 6). 

An optional version of the 1815A TDR plug-in (Model 1815B) has 
distance calibrations that read in meters div rather than feet/div. 

Calibrated Marker 

The 18 15 A has a calibrated marker, a brightened dot on the CRT 
trace whose horizontal position is read out directly by a ten-turn pre- 
cision control. This is a particularly useful feature during TDR exami- 
nation of systems with several discontinuities. For example. Fig. 7 
shows the display resulting from a coaxial system that has a number 
of closely spaced discontinuities that a person might want to locate and 
examine separately. Point A represents the incident TDR step and 
the section between A and B is a short cable connecting the TDR to 
the system being tested. To reference all distance measurements to the 



• Time between incident step ana reflection = 2 .- Cable length .... velocity of Propagation — 

c = Velocity of Light = 9.9 x 10«ft/s. 

d = Length of system between sampler ana discontinuity 

Er - Relative dielectric constant of system under test IEr = 1.0 for vacuuml 
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Fig. 7. Typical TDR display ol system with 
several impedance discontinuities. Point A 
represents TDR incident voltage step, sec- 
tion trom A to B is connecting cable, C, D, E, 
and F are impedance discontinuities. (Sweep 
time: 7 nsldiv; vertical detlection factor: 
P = 0.05/ div.) Fig. 8. MARKER ZERO con- 
trol places marker on point B representing 
input to system under test. Fig. 9. Following 
step described in Fig. 8. MARKER POSITION 
dial is used to place marker on point ol in- 
terest. Distance trom system input to point 
ot interest may now be read directly on 
MARKER POSITION dial. Fig. 10. Expanded 
portion ol display shown in Fig. 9. (Sweep 
time: 0.2 nsldiv.) 
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Fig. 11. Display of voltage step by sampling scope set for 
100% sampling efficiency (black dots) and for 25% 
sampling efficiency (white dots). Note smoothing of 
response with reduced sampling efficiency, and conse- 
quent loss of risetime. (Horizontal dot spacing is exag- 
gerated tor purposes of illustration.) 

system input, the operator merely depresses the ZERO 
FINDER switch and uses the MARKER ZERO dial to 
position the marker on B, as shown in Fig. 8. He now 
releases the ZERO FINDER switch and uses the 
MARKER POSITION dial to place the marker on re- 
flection E (Fig, 9). The distance from the system's input 
(point B) to point E may now be read directly from this 
dial. The horizontal magnifier always expands about the 
marker so. if the operator wishes to examine this dis- 
continuity in greater detail, he need merely operate the 
EXPAND switch to obtain a display like that shown in 
Fig. 10. 

Signal Averaging Improves S/N Ratio 

As discussed earlier, noise is one of the factors limit- 
ing the resolution of a TDR system. A new type of signal- 
averaging circuit in the 18 15A reduces the effects of most 
types of non-periodic noise and jitter by more than half. 




Fig. 12. When signal averaging is used, samples con- 
verge towards true waveform value while horizontal 
movement is stopped. (Horizontal dot spacing exag- 
gerated.) 



and it is effective whether the noise is introduced within 
the oscilloscope or is present in the system being tested. 

In the past, most general-purpose sampling oscillo- 
scopes offered smoothing as a means of reducing noise. 
In the smoothed mode, the gain of the sampling loop is 
decreased to reduce the effective sampling efficiency be- 
low 100%. For example, the white dots in Fig. 1 1 show 
a noisy signal displayed on a sampling scope set for about 
25% effective sampling efficiency, that is. each sample 
is displayed at a point only 25% of the vertical distance 
between the previous sample and the point where it 
would be if sampling efficiency were 100%. Contrast 
these with the black dots, which show the same signal 
observed with a sampling scope set for 100% sampling 
efficiency, that is. each sample displays the actual voltage 
present at the sampling gate when the sample is taken. 
Note that reducing sampling efficiency reduces the noise 
appreciably, but it also reduces the observed signal rise- 
time. The lost signal risetime may be regained by spacing 
samples more closely horizontally, but it is still possible to 
miss narrow impulses or high-frequency ringing. 

The signal-averaging circuits in the 181 5 A reduce 
noise without losing high-frequency information. With 
this system, sampling efficiency is reduced and several 
samples are taken at the same point on successive repeti- 
tions of the TDR waveform before the display is stepped 
horizontally to the next sampling position. This allows the 
amplitude of each sample to converge towards its true 
value, as shown in Fig. 12. The improvement in signal- 
to-noise ratio is shown in Fig. 13. 

With signal averaging, the display rate is slower than 
normal because of the greater number of samples re- 
quired to complete a scan. However, the VERTICAL 
SENSITIVITY switch selects sampling efficiency and 
number of samples (10 to 250) at each point for the best 
compromise between noise reduction and display rate. 

Stable Sampling Loop 

As a further step towards simplifying operation of the 
1 8 1 5 A. the front panel does not have sampling response 
and sampling efficiency adjustments. This simplification 
was made possible by a new. highly stable sample strobe 
circuit. 

A simplified sampling gate is shown schematically in 
Fig. 14. Response of the sampling gate is determined by. 
among other things, the length of time that the gate is 
open. Because the circuit time constant is much longer 
than the time the sampling gate is open, the sampling 
capacitor does not charge to 100 percent of the signal 
amplitude. 
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The percentage of the sampled signal appearing on the 
capacitor is influenced by the strobe pulse width, which 
determines how long the sampling gate is open, and by the 
strobe pulse amplitude, which determines the effective 
resistance of the sampling diodes, and also by the imped- 
ance of the circuit connected to the sampler input, which 
affects the sampling circuit time constant. 

Variations in sampling efficiency caused by changing 
source impedance may be eliminated by making the elec- 
trical length of a feedthrough sampler sufficiently long 
that a signal does not have time to travel from the sam- 
pling gate to its connector and be reflected back to the 
gate until after the gate has closed. This assures that the 
sampling gate sees a constant impedance equal to Z,/2. 

Variations in the strobe pulse result primarily from 
variations in the minority carrier lifetime of the step re- 
covery diode that generates the strobe pulse. To see how 
this occurs, a simplified step recovery diode pulse-sharp- 
ening circuit is shown in Fig. 15. Charge stored in the 
diode's p-n junction by forward current, I ( . is removed 
by the reverse current that flows after the switch is closed. 
When the charge depletes, at time T, in the diagram, the 
diode stops conducting abruptly, thereby generating a 
sharp voltage step (the sampling diode strobe impulse is 
obtained by differentiating this step). 

The amplitude and risetime of the step is determined, 
in part, by the amount of stored charge in the diode at 
the instant the switch closes. The stored charge 0. equals 
I ( t, where x is the effective minority carrier lifetime. 
Since minority carrier lifetime depends on temperature, 
the size and shape of the strobe pulse varies with tempera- 
ture. Hence, a front-panel control has been provided on 
sampling scopes to compensate for these variations. 




Fig. 13. Improvement in signal-lo-noise ratio 
(upper trace) obtained with signal averaging 
system built into new TDR unit. 



This situation is avoided in the 1 8 1 5 A by use of the 
strobe circuit shown in Fig. 16, The amount of charge 
stored in the step recovery diode now depends on the 
prcshoot 'spike! and since the width of the preshoot is 
much less than r. the stored charge is nearly independent 
of t. Thus, the strobe pulse is uniform with respect to tem- 
perature changes. 

This sampling gate is sufficiently stable that response 
and smoothing adjustments may be preset internally. It is 
this temperature stability that makes it practical to have 
portability in a high-resolution TDR system. 

Sampling Oscilloscope 

The Model 1815A B plug-in also has a trigger circuit 
that allows the unit to be used as a general-purpose single- 
channel sampling oscilloscope. This circuit triggers on 
pulses as small as 5 mV and on CW signals to above 500 
MHz. With larger triggers, it is usable to 1 GHz. In addi- 
tion, the TDR tunnel-diode mounts may be used with an 
inexpensive power supply (HP Model 1 104 A) to serve 
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the Colorado Rockies suit him just fine. He earned both 
his BSEE and MSEE degrees at Stanford. 





2] = Impedance of 
Circuit Connected 
to Sampling Gale 



Open 
Sampling Gate 



:) = Resistance of 
Sampling Diodes 



C = Sample Storage 
Capacitor 



Fig. 14. Simplified diagram of sampling circuit. 
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Fig. 15. Step recovery diode 
pulse-sharpening circuit. When 
switch is closed (time T a ), volt- 
age at point A remains near 
ground potential until T., when 
charge stored in step recovery 
diode depletes. Fig. 16. Modi- 
fied pulse-sharpening circuit 
uses waveform spike to charge 
step recovery diode. Charge is 
unaffected by temperature- 
induced changes in diode 
characteristics. 



as trigger countdowns on sig- 
nal frequencies up to 1 8 GHz. 
with the model 1 1 06A 
tunnel-diode mount, or to 
10 GHz with the Model 
1 108A.The signal-averaging 
and direct-reading marker 
features are also effective 
when this system is used as a 
sampling oscilloscope. 
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SPECIFICATIONS 

181SA/B 
TOR/Sampler Plug-In 

TOR end Sampler pe-formance apec<'icehona ere identical eiceot 
•nara indicated iTDB ■Mcit'cation given tirsr followed by Sam- 
pier ipec*"cai'on in paremheaeii 
VERTICAL 

SCALE: Reflection coefficient % (Mfeta) from OOOS/div 10 05/oi» 

in i. 2. 5 sequence 
ACCURACY t 3%. TOR only -5H on O01/di» and 0 005/div 

acalea M *'gnal -eve rage mode 
vgRNiER For eommoow* eeiua'ment ra"oea: etiaoda 

■caie below 0.002'd'v 
SIGNAL AVERAGE Reduce* -•- »e and finer appro* M 
HORIZONTAL 

SCALE Rourvd-tnp nme or di»tance dime) in loo- calibrated 
'enge* ' '0. '00. and '000/dlv Ctmcentrlo EXPAND control 
ptov.dai di-eei 'eadout i" calibrated atepa from 0 0' lo 1000 
ne/dlv or from 0 01 lo '000 M'dlv (0 01 to '000 rte'dlv) In 1. I, 
5 eeaue"ce 

ACCURACY Time t3V dutanee TDR only. tS*» ± >arVe- 

lione m propagation velocity 
MARKER POSITION Ten-turn dial, calibrated in CRT divraiona 

lor aired readout of round-trip time c dratance Itlmei 
UARKER 2 PRO Ten-turn control provide* verleble reference 

•c ™«i»it poamon dial 
ZERO FinDER For instant location o' marker re'e'once 
OiELECTRlC (TOR only)- Calibrated lor air. * - l, and for 

OOlyeWylene. i - 2M Aiao veriabie for dialectic eonatanta 

fiom r - I to appro* 4 



TRIGGERING (Sampling only) 
PULSES Lea* ■"•n 10 mV lor pulsea S n* or wider for |ltMr 
<» pa 

CW Signal* from 500 *Hr lo 500 MNi require at leaal 80 mV 
for titter leea Wan 2* of signal period plua IDca: usable 
to 1 GHi CW triggering may oe eitended to IB GHj with 
HP Uodefa "MA/mma trigger countdown 
RECORDER OUTPUTS: Appro* '00 mV/div. vertical and horlion- 

fai outpute at BNC connector* on mainframe -ear panel 
WEIGHT; Net. i lo* (23 Kg). shaping. 10 lt>a (4 5 kg). 
PRICE: MP Modal 1ST5A (distance calibrated in ft) ItiOO hp 
Model 1B'5B Idlatance callbraled in mater*), 11100. 

HP Models 1817A and 1S16A 
2Bps and 90ps Samplers 

Model tl'TA and Modal ttiflA » : « : 1 h - • are identical eseept 

•mere indicated (Model ifl'TA apecilicai*on uaed with Model 

'106* lunnei diode mount given lint loilowed in parentheses by 

Model 181SA aoecllice'ion uaed win Model "OSA tunnel diode 

mount). 

TDR SVSTEM 

SYSTEM msETiME Lata Wan 3Soa ("0e*l incident a* meet- 

vred witt* Model HDSA 'M»MI HOB*) 
OVERSHOOT Let* man *5% 

INTERNAL REFLECTIONS Leaa man t0% with 4Spa I45p« 

TDR uae reflected oulte 'ram moled output 
JITTER Leaa Wan '5pe: w>W *<gru>l evereg-ng Typically Spa 
INTERNAL PICKUP #<0.0' 

NOISE Measured langentiai'y aa percentage of incident pulse 
•men termineted m 50G end operated in signai-averege mode 



Lett man i% (0i%) on OOOS/dl* to 0 M'diY scale* lea* 
Wan 3% (IX) from 0 05/di* lo OS/div 

low- frequency distortion < ±3% 

MAXIMUM SAFE INPUT 1 volt 
SAMPLER SYSTEM 

RI5ETIME Leaa Wan Sap* (SOoa) 
INPUT S0G feed Wrougn 

Dynamic range i -oh 

MAVlMUM SAFE INPUT 3 volt* IS rOltal 
LOW-FREOUENCY DISTORTION < = 3%. 
NOISE 

NORMAL Laa* wan I mV (3 mV) tangential nolae on 0.0' 
V/div to 05 V/dl* acalea Nolae decrease ■ automatically 
on 0 005 V'd<v scale 
SIGNAL AVERAGE: Reduce* noiae and litter appro* 2:1 
WEIOHT: Net 3 lb* it. 4 kg); shipping I Iba (3 2 *fl> 
PRICE: HP Model MTTA, S1S0Q: MP Model t«'CA IBM 

HP Models 1106A and 110BA 
20ps and 60ps tunnel diode mounts 

Tunnel diode mount cennecta oireetiy to aarnpier head for TDR 
tyatam 

AMPLITUDE: Greater man 200 mV into 500 

RISETIME: Model "06A. appro* TOpa. Mode' "OBA leaa Wan 
SOee 

OUTPUT IMPEDANCE: 500 =2% 

SOURCE REFLECTION: Model 1'0*A leaa Wan tQ*. wlW Aftpe 

TDR Model "OSA leaa Wan 10% w*W '«5pe TOR 
WEIGHT: Net ' lb (0.5 kg), snipping. 3 lot iV4 *g) 
PRICE: HP Modal "OCA SSS0 HP Model "OSA S1T5. 
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Precision DC Current Sources 



CCB-Series Current Sources can supply precisely regulated 
currents as low as 1 fiA. Programming is rapid, and tiny 
leakage currents are eliminated by a guarding technique. 



By Joseph C. Perkinson and Willis C. Pierce, Jr. 



An ideal current source is a current generator which 
has infinite internal impedance. An ideal current source 
provides any voltage necessary to deliver a constant cur- 
rent to a load, regardless of the size of the load imped- 
ance. It will supply this same current to a short circuit, 
and in the case of an open circuit it will try to supply an 
infinite voltage (see Fig. I ). 

In practical current sources neither infinite internal im- 
pedance nor infinite output voltages are possible. In fact, 
if the current source is to be used as a test instrument, it 
should have a control for limiting its maximum output 
voltage, so its load will be protected against the applica- 
tion of too much voltage. Its output impedance should be 
as high as possible, of course, and should remain high 
with increasing frequency so as to limit current transients 
in rapidly changing loads. A capacitor across the output 
terminals is to be avoided, since it will lower the output 
impedance, store energy which can result in undesirable 
transients, and slow down the programming speed. 

One approach to the design of a current source is to 
add a high series resistance to an ordinary voltage source. 
However, it is difficult to achieve good current regulation 




Vollage 
limit 



Ideal Current Source: Z, = a> 




^- — Practical Current Source: 2, = <<o 



Internal Impedance Z, =^f 
AJ 



Fig. 1. An ideal current source has inlinite internal im- 
pedance, delivers the same current, / 0 . fo any load, and 
supplies infinite voltage to an open circuit A practical 
current source has a Z which is finite, but as high as 
possible. It should also have an ad/ustable vollage limit 
to keep the load trom being damaged. 



this way. Typical applications for current sources call for 
output impedances of a few megohms to a few hundred 
megohms and currents of tens or hundreds of milliam- 
peres. This means the source voltage would have to be 
tens of kilovolts or more. Such a high-voltage supply will 
cause noise problems, will be difficult to modulate or to 
program rapidly, will be dangerous, will be very large, 
and svill waste a lot of power. 

Electronic current regulation is a much more tractable 
way to obtain high output impedance. There are still 
design problems, but they are of a different kind. One 
problem that is rather difficult to deal with is leakage. 

Leakage Versus Regulation 

The current regulation of a current source, as seen at 
the load, is degraded by any impedance in parallel with 
the load. If I„ is the current generated by the source, I,, is 
load current. Z,. is load impedance, and Z s is the total 
impedance shunting Z, , then 

. /„ Z, 
+ * 

When the output impedance of the current source is high, 
then even very small leakage currents can become sig- 
nificant (see Fig. 2). Such things as the input impedance 
of a voltmeter measuring the load voltage, the insulation 
resistances of wiring and terminal blocks, and the surface 
leakage currents between conductors on printed-circuit 
boards will all take current away from the load, unless 
they are kept from doing so by the design of the current 
source. 

CCB Current Sources 

In the new Hewlett-Packard CCB Current Sources 
(Models 6I77B. 6181B, and 6186B. Fig. 3), leakage at 
the output terminals is negligible, owing to a combination 
of techniques, including guarding, shielding, physical iso- 
lation, and hygiene. Feedback regulation makes the out- 
put impedance high (3.3 M'J to 1300 Mm. and there is 
no output capacitor to lower the output impedance or 
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Fig. 2. The current regulation of 
a current source can be de- 
graded by any impedance that 
shunts the load. If Z, is high, 
meter and leakage impedances 
can be significant. 




store energy. Low leakage and high output impedance 
result in precise current regulation. The output current 
changes less than 25 ppm of setting ±5 ppm of range for 
a load change that swings the output voltage from zero to 
maximum. Currents supplied can be as small as 1 ;>A and 
as large as 500 mA. and there are no turn-on. turn-off. 
or power-removal overshoots, either of current or of 
voltage. 

The CCB Current Sources also have continuously vari- 
able voltage-limit controls. Current and voltage controls 
are independent and can be set before the load is con- 



nected. The outputs are floating, so the sources can be 
used as either positive or negative sources. 

For systems use. the sources are programmable. Pro- 
gramming speed is high for this type of instrument: from 
0 to 99 % of the programmed output in as fast as 500 ,"S, 
depending on the model. For dynamic and incremental 
measurements, ac modulation can be superimposed on 
the output current. 

What's Inside 

Fig. 4 is a simplified schematic of a CCB Current 
Source. There are four principal sections — the current 



Current Sources In The Laboratory and On The Production Line 



Throughout science and industry — in electronics, chem- 
istry, biology, instrumentation, and so on — there are ap- 
plications in which well-regulated constant currents are 
indispensable. There are other applications in which such 
currents are desirable because they make measurements 
easier. The following examples are representative of the 
kinds of applications for which HP CCB Current Sources are 
well suited. 

■ Semiconductor testing, e.g.. evaluating reverse break- 
down characteristics by supplying just enough voltage to 
induce avalanche breakdown, but at a controlled current 
low enough not to cause damage: or. measuring forward 
l-V characteristics of p-n junctions. CCB advantages: no 
output capacitor to cause current transients, guard cir- 
cuit for monitoring the output with a voltmeter or X-Y 
recorder, programmabllity for automated measurements. 

■ Measuring dynamic or incremental impedance, e.g., the 
dynamic impedance of zener diodes, or the small-signal 
h-parameters of transistors. CCB sources are useful here 
because ac modulation can be superimposed on their dc 
output currents: hence one current source supplies both 
bias and modulation. 



Measuring resistances, e.g., on a production line. Meas- 
urements can be absolute-value or comparative. The 
known current reduces resistance measurements to volt- 
age measurements. CCB advantages: guard circuit for 
measuring output voltage without perturbing load current, 
precise regulation. 

a Measuring small resistances where contact resistance 
can be as high as the unknown and can vary widely, e.g., 
in probing integrated circuits to measure surface resis- 
tivity. The known current supplied by a current source is 
independent of contact resistance. 

Other applications calling for well-regulated currents 

include: 

a Precision electroplating 

■ Driving electromagnets 

■ Testing and sorting resistors, relays, and meters. 

- Supplying power to loads whose impedances vary widely, 
e.g.. devices which have negative resistance character- 
istics. 

o Certain analytical methods, such as chronopotentiometry. 
coulometric titration, and electrogravimetry. 
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Fig. 3. New CCB Series. Models 6177B, 61B1B and 6/868 
Current Sources, have their positive output terminals 
enclosed by a guard which eliminates most ol the leak- 
age currents shown in Fig. 2. They can supply currents 
as low as 1 iiA, regulated within 25 ppm ot setting 
■ 5 ppm ot range lor a load voltage change Irom zero 
to maximum. They also have continuously adjustable 
voltage limits. 

regulating section, the guard circuit, the reference supply, 
and the voltage-limit circuit. 

In the current regulating section are a series regulator, 
current-sampling resistors, and a current comparison am- 
plifier. The current-sampling resistors are low-noise, low- 
inductance, low-temperaturc-coefficicnt resistors, large 
enough to give adequate voltage drop, yet as small as 
possible to minimize the temperature rise that results 
from the power dissipated in them. 

The command input to the current comparison ampli- 
fier is a negative voltage with respect to the circuit com- 
mon. To increase the output current the command voltage 
is made more negative, permitting the output current to 
increase until the voltage drop in the current-sampling 
resistors equals the input command signal. The current 
comparison amplifier then regulates the output current to 
maintain it at the selected level. 

The command voltage is derived from the internal ref- 
erence supply. The same command voltage is used on all 
three current ranges, and the output current range is 
changed by switching the value of the current-sampling 
resistors. This method of changing current range not only 
simplifies control but also changes the loop gain so as to 
improve regulation and noise rejection at low output 
current levels. 

The current source can also be programmed externally 
by voltage or resistance. In this case the external voltage 
or resistance is used to control the command voltage. 

A unique feature of the CCB Current Sources, com- 



pared with most other electronically regulated power 
supplies, is that CCB sources have no reactive elements 
in the output circuit. An inductor in the output circuit 
would form an L/R time constant with the load which 
would lower the programming speed and make it depend- 
ent upon the load impedance. The effects of a capacitor 
have already been mentioned, and will be discussed fur- 
ther in the next section. 

High Output Impedance 

The high output impedance of the CCB Current 
Sources is a result of several factors, both electrical and 
mechanical. The series-regulator transistors are in a cas- 
code configuration, which inherently has a high output 
impedance. Since the open-loop gain of the error ampli- 
fier is high, the closed-loop output impedance is greatly 
increased by feedback. Minimizing the output capacitance 
was a major design objective, and no physical capacitor 
has been placed across the output. Although the output 
impedance falls oil with frequency due to the necessary 
gain and phase compensation in the amplifier circuits, it 
is much higher than it would be if a capacitor were con- 
nected across the output terminals, and much higher than 
it would be for a different series-regulator configuration. 

The importance of low output capacitance should not 
be underestimated. Excessive output capacitance would 
cause the output impedance ot the current source to fall 
off with increasing frequency, and this would cause unde- 
sirable transients in rapidly changing loads. Large capaci- 
tors store large amounts of energy which, if discharged 
suddenly through the load, may cause damage; negative- 
resistance devices are particularly susceptible to this kind 
of damage. Finally, an output capacitor would slow down 
the response of the current source to changes in the ex- 
ternal programming signal. The output capacitance of the 
CCB Current Sources ranges from only 10 pF to 0.05 ,"F, 
depending upon the model and the current range. 

Also in the interests of keeping the output impedance 
high, the impedances of internal leakage paths have been 
made as high as possible by careful mechanical design 
and hygienic construction techniques. For example, the 
series regulator is isolated from the chassis by a layer of 
boron nitride which has an extremely high insulation 
resistance. 

Leakage, both internal and external, is further reduced 
by guarding the positive output terminal. 

How the Guard Works 

Guarding techniques are often used to reduce un- 
wanted currents flowing into or out of sensitive circuits. 
The operation of a guard depends on the fact that the 
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unwanted currents are flowing through some impedance 
to get into or out of the sensitive circuit. By carefully 
surrounding the sensitive circuit with a conducting sur- 
face or guard, each of the impedances between the sensi- 
tive circuit and the outside world can be split into two 
parts, one between the guard and the sensitive circuit and 
one between the guard and the rest of the world. If now 
the voltage between the guard and the sensitive circuit is 
kept at zero, then the guard has accomplished its purpose 
of eliminating unwanted currents flowing into or out of 
the sensitive circuit. The guard is not connected directly 
to the sensitive circuit; if it were then no improvement 
would result. 

To eliminate leakage currents in the CCB type of cur- 
rent source, the positive output terminal is surrounded 
by a conductor which is connected to the front-panel 
guard terminal (sec Fig. 5). The current comparison 
amplifier keeps the guard terminal and the positive out- 
put terminal within one millivolt of each other for any 
load or output setting. Thus any leakage impedance con- 



nected to the positive output terminal has nearly zero 
volts across it. and leakage currents are forced to flow 
through the guard instead of the positive output terminal. 

Leakage in long load leads can be effectively reduced 
with the help of the guard when the negative side of the 
load is grounded. Shielding the positive load lead and 
connecting the shield to the guard terminal is all that is 
required — the ground lead does not have to be shielded. 

In addition to eliminating leakage currents the guard 
can also be used to measure the output voltage without 
drawing current away from the load. Connecting a volt- 
meter between the negative output terminal and the posi- 
tive output terminal will lower the output impedance, but 
a voltmeter connected between the negative output ter- 
minal and the guard has no effect on the output imped- 
ance. The meter still measures the output voltage because 
the guard is at the same potential as the positive output 
terminal. The front-panel voltmeter is connected to the 
guard, but if accuracy greater than 2% of full scale is 
needed, an external voltmeter must be used. 




Fig. 4. Command voltage lor current regulator comes Irom internal reference supply or 
from external programming voltage or resistance. Voltage-limit circuit quickly draws 
current away from load when load voltage exceeds voltage limits and isolating diodes 
turn on. High-gain regulator and absence o1 reactive elements in output give high out- 
put impedance, fast programming, and freedom Irom current overshoots. 
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Without Guard 1^ = 1, — I t 




Fig. 5. The guard surrounding the positive output termi- 
nal splits the impedances through which leakage cur- 
rents (li) How. The guard and the positive output termi- 
nal are kept at the same voltage, thereby keeping the 
leakage currents from degrading the regulation The 
output voltage can be measured at the guard so the 
meter impedance doesn't shunt the load. 



Unlike other guards, such as those used on digital volt- 
meters, the guard in the CCB Current Source is active and 
internally referenced to the positive terminal. It must not 
be connected to either output terminal, since litis inter- 
feres with the closed loop performance. 

Voltage-Limit Circuit 

The voltage-limit circuit keeps the output voltage of 
the current source from exceeding the level set by the 
front-panel voltage potentiometer. This circuit is a shunt 
regulator across the output terminals which draws cur- 
rent away from the load when the output voltage exceeds 
the preset level. It is capable of sinking the full rated 
output current of the source. 

An important design criterion for the voltage-limit cir- 
cuit was that it eliminate dangerous high-voltage or high- 
current transients that might occur under certain load 
conditions. For example, when the load is suddenly re- 
moved from an ordinary constant-current power supply, 
the output voltage will try to rise to the raw supply volt- 
age of the instrument, which can be hundreds of volts. 
Or, when the load is suddenly reconnected to a unit oper- 
ating in the voltage-limit mode, a high-current transient 
can occur if the current regulator saturates while the 



instrument is in voltage limit. 

In the CCB Current Source, the voltage-limit circuit 
always operates at the selected voltage and begins to draw 
load current when the load voltage exceeds this voltage 
and causes two isolating diodes to turn on (see Fig. 4). 
The voltage-limit circuit goes into operation in as little 
time as it lakes to turn on the two isolating diodes. Be- 
cause of the finite response time of the rest of the voltage- 
limit circuit, small voltage overshoots can occur if the 
load voltage is rising rapidly, but these are never more 
than a few volts. 
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The reason for using two isolating diodes is to mini- 
mize leakage. The diode connected to the positive output 
terminal is also connected to the guard, through a small 
resistor. When the diodes are turned off. this diode has 
very little back bias and its leakage current is negligible. 

Current overshoots arc minimized by having the cur- 
rent regulator operate normally whether it is supplying 
the load or the voltage-limit circuit or both. Thus there 
are no significant current overshoots at any time. 

A front-panel light tells the user when the voltage- 
limit circuit is drawing current away from the load. The 
front-panel meter always indicates the total current being 
supplied by the current regulator; thus the user can set 
the current source to the desired current even with the 
output terminals open — there is no need to short the 
output. 

Transformer Shielding Eliminates Ripple 

The CCB Current Sources meet their low ripple speci- 
fications regardless of which output terminal, if either, is 
connected to earth ground. High-gain current regulation 
is one reason for the low ripple. Another is special shield- 
ing to keep ac voltages in the power transformer from 
being coupled into the output via the capacitance be- 



tween the transformer windings and the output or ground. 
One source of ripple current is capacitive coupling be- 
tween the primary winding and the negative output ter- 
minal. In the CCB Current Sources, this problem is 
eliminated by enclosing the primary winding in an elec- 
trostatic shield which is connected to earth ground. A 
second source of ripple current is capacitive coupling 
between the secondary winding and ground. In fact, much 
of this capacitance may be due to the primary shield. To 
eliminate this ripple current, the secondary winding is 
enclosed in an electrostatic shield which is connected to 
the negative output terminal. This causes the ripple cur- 
rent generated by the secondary winding to flow in a 
closed loop inside the instrument. 
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SPECIFICATIONS 

HP CCB-Scries 
dc Current Sources 



Model 

Cutout Current 
Voltage Compliance 






6177B 

0-SO0mA 


6181B 

0-?W>mA 


BiftftB 

0-l00mA 


AC IMPUT: 115 Vac - 10%. 49-« Mi. Oft A. 56 W at H5 Vac 
For 230 Vac order Option 28 




nr 


0-50VdC 
0-5mA 


0-1 oo vac 
0-2 5mA 


o-wovdc 
0-tmA 


LOAD REGULATION: leas than 25 ppm ot output -5 ppm ol 
range switch setting tot a load change trom lera 1o maximum 
rated output voltage 


Output Range* 


B 

6" 


0-50mA 
0-S00mA 


0-2SmA 
0-2S0mA 


0-1 OmA 
0-100mA 


LINE REGULATION leu than 25 ppm lor a change In the line 
vol I age Irom 1035 to 128 5 Vac (or 128 5 to 103.5 Vaci at any 




Voltage Control 


Range 


TOOmV/mA 


tvVmA 


)0V/mA 


Output current ana voltage within rating. 

LOAD TRANSIENT RECOVERY TIME lee* than 200 »B (or output 
current recovery to within l% or the nominal output current 
following a fun load change m output voltage. 

PROGRAMMING SPEED: less man 500 «s Irom wo to 90% of 




(Accuracy 0.5% 
of output current. 
04% of range > 


Range 

B 


MmV/mA 


tOOmV/mA 


lV/mA 


Conitani Current 

Remote 

Programming 


Range 


2mV/mA 


tOmV/mA 


tOOmV/mA 


Res'stance 


Range 


aOOL'/mA 


2*U/mA 


lOfcWmA 


programmed output current, with ■ resistive load (tms for 
BlSftfil 




Control 

(Accuracy: i% 


Range 


affJ/mA 


2D0*J/mA 


ntl'mA 


TEMPERATURE COEFFICIENT: output change per degree C la 
lesa than T 5 ppm oT Output Current +5 ppm of range iwitch 
setting 




ol output current. 
0*% or range i 


Range 

C 


40/ mA 


JOU/mA 


1000/mA 






Range 








STABILITY less than 100 ppm of output current *25 ppm ol 








R- 330 Meg C-SOGpF 


R- 1330 Meg C-lOp* 




range awilch getting Stability is measured to' eight hours after 


~. -ieu! - N laBM 




Range 
B 








one hour warm up under conditions of constant line load tem- 


(R tn parallel with Q' 


R- 33 Meg C-0.005.-E 


R - 133 Meg C-tOOpF 




perature and output setting. 






Range 


R-3 3 Meg C«0G5*F 


R- 13 3 Meg C-IOCOpF 




RESOLUTION ; 0 02% of range switch aetting 






Range 
A 


0 *0:. A rma/5„A p-P 


0 20iiA nna/0 5- A p-p 


SOnA rma/" 


TEMPERATURE RATING; Operating q \ 0 55'C Storage: -40 to 

♦ ?S*C. 


Ripple and Noiee 
rms/p-P |«-20MHii 




Range 
B 


4 0-A rm»/40»A p-p 


1.0* A m*/7 S*A p-p 


Q 5** rrrn/-" 


PRICES; Mode: ei7*B. 5425.00. Model 6'6'B 5425.00. Model 
61UB 1450.00 






Range 


40uA rma'2S0«A p-p 


2Q«A rms/IOO-A p-p 


5«A rma/" 


MANUFACTURING DIVISION: NEW JERSEY DIVISION 


Meter Range* (Accuracy 2% ot full scale* 


6. 60. WOmA. BOVdC 


3. 30 300mA. tMVflc 


12. 12. 120mA. 36OV0C 


<00 Locusi Avenue 

Berkeley He.gnts. New Jersey 0?»22 


■Thla network it a i 


m putted repreeeniatior 


ot a compiei network The Iprmula Z - RXc v'R' ♦ Xc" 




r» uaet! tor rreouencle* up to tMHi By substituting the value* given 'or R and 


C Aoove 'MKi the out- 






put impedance >■ greater man the formula 


would 


indicate — load tran*.ent rvanrioir:* are lets Wan 






20% or range telling tor a full load change with • i 
"Not available at prats lime 


a 'i»e time 
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